Abstract The advent of superficially porous particles (SPPs) for packed HPLC columns has changed the way that many practitioners have approached the problem of developing needed separations. The very high efficiency of such columns, combined with convenient operating conditions, modest back pressures and the ability to use conventional HPLC instruments has resulted in intense basic studies of SPP technology, and widespread applications in many sciences. This report contains an overview of the SPP technology first developed in 2006 by Advanced Materials Technology, Inc., for sub-3-mm particles, then expanded into a family of SPP products with different particle sizes, pore sizes and other physical parameters. This approach was designed so that each particle of the family could be optimized for separating a particular group of compounds, usually based on solute size.
Introduction
The introduction of particles with Fused-Core s technology by Advanced Materials Technology, Inc., in 2006, has resulted in a strong change in the manner in which high-performance liquid chromatography (HPLC) separations are conducted. These sub-3 mm diameter high-purity silica particles with a solid core and a thin, porous outer shell created sudden interest because of the very high efficiency of columns operating at modest backpressures [1, 2] . The success of these fused-core particles quickly resulted in closely-similar superficially porous particles (SPPs) (often called porous-shell, core-shell) being introduced by competitors. The superior performance of these materials may be a function of the very narrow particle size distribution of the SPPs, and perhaps their higher particle density, which results in very homogeneous, efficient packed beds. Columns of these materials rival the efficiency of columns with 1.7 mm totally porous particles, but with only about one-half the operating pressure [3, 4] . As a result, practitioners can use columns of these particles with the existing conventional HPLC equipment so that expensive very high pressure instruments are not required. Also, laboratory manipulations are simplified since the special techniques required for very high pressure operation are not necessary. In this report, ''fused-core particles'' are those particles specifically produced by Advanced Materials Technology, Inc. having a solid core and a thin porous outer shell. The term ''superficially porous particles (SPPs)'' is used when referring to other particles that are available in a similar generic configuration.
A family of fused-core particles has been designed for applications with specific compound classifications. The original fused-core Halo s particles with 90Å pores were directed toward separating small molecules [1, 4] . Since their initial introduction, fused-core particles now are available with larger pores that are designed for separating peptides and small proteins [5] , and particles with even larger pores have been produced for separating proteins and large biomacromolecules [6, 7] . In addition, larger particle-size fused-core particles have been made available for special applications [8] . Table 1 lists the fused-core particles that have been described to date, with their physical characteristics and properties. This report describes these particles in more detail, providing reasons for their design, and showing typical applications for which these particles were intended.
Experimental
Sample mixture components, mobile phase modifiers, peptides and proteins were obtained from Sigma-Aldrich (St. Louis, MO). Myosin was purchased from Cytoskeleton, Inc. (Denver, CO). Trifluoroacetic acid was from Pierce Chemical (Rockford, IL) and acetonitrile from EMD (Gibbstown, NJ). Particle sizes were determined with a Coulter Multisizer 3 instrument (Fullerton, CA) and surface area BET measurements using nitrogen were conducted with a Micromeritics TriStar II (Norcross, GA). Shell thicknesses were determined by the difference in Coulter measurements for the starting solid cores and the final particles. All of the fused-core particles of this study showed a particle size distribution of about 5% standard deviation from the average, which may contribute to the very high efficiency of these materials [1, 4] .
Columns of fused-core particles were obtained from Advanced Materials Technology, Inc. (Wilmington, DE). Columns of conventional totally porous particles were from Mac-Mod Analytical (Chadds Ford, PA) or Supelco (Bellefonte, PA). The HPLC data were collected with an Agilent Model 1100, Agilent Model 1200 SL liquid chromatographs, Shimadzu Prominence UFLC XR and Shimadzu Nexera liquid chromatographs. Peak widths (full width half max) were used for measuring plate numbers. To minimize extracolumn band broadening effects, a 5 mL flow cell with the heat exchanger bypassed was used for the Agilent 1100, while a 2 mL flow cell was used for the Agilent 1200. A 2.4 mL semimicro flow cell was used for both the Shimadzu Prominence and Nexera. Additionally, all of the capillary tubing connections and needle seats were of 0.12 mm ID for both Agilent instruments. No corrections for instrumental extra-column band broadening effects were applied to any of the chromatographic data in this study.
MS conditions
Samples of synthetic peptide standards [9] or tryptic digests of various proteins were resolved on three series coupled columns of 150 mm Â 2.1 mm (ID) Halo Peptide ES-C18, for a total column length of 450 mm. MS analysis used the Shimadzu Nexera LC upstream from the Shimadzu LCMS-2020 single quadrupole MS, operated in the electrospray ionization mode (ESI). The ESI source was maintained at 4.2 kV with 15 L/min N 2 drying gas and pneumatic assisted nebulization at 1.4 L/min, a block temperature of 400 1C and desolvation capillary at 250 1C. Scans were collected at 2.5 points per second in the range of 350-1800 m/z, with or without selected ion monitoring (SIM), which used the default band width of 1 amu. Separations of peptides or digests were monitored using an SPD-20 A absorbance detector at 220 nm, a 50 ms time constant, and fitted with a low dispersion UHPLC flow cell, in series with the MS. In some cases, the absorbance detector was removed, to qualify the minimal contribution of this cell to peak band-broadening. Peak capacity calculations were conducted as previously described [9] , using the particular peptides and conditions specified below.
Results and discussion

Halo
As noted in Table 1 , 2.7 mm fused-core particles with 0.5 mmthick porous shell were designed to separate small molecules with high efficiency. Early studies in which these particles were synthesized with 60Å pores and a C18 stationary phase showed some restricted diffusion and reduced efficiency for some molecules above about 600 molecular weight [10] . Subsequent particles synthesized with 90Å pores showed no such effects for solutes up to about 2000 molecular weight, so this pore size was set for the commercial particles. This 90Å pore size resulted in a surface area of about 135 m 2 /g for these high-purity Type B silica particles, which allows for adequate retention and sample loading properties.
Why was the overall diameter of these particles set at 2.7 mm? This diameter was not an arbitrary decision but a result of calculations based on known HPLC theory. Particle size can be related to the available pressure using the approximate equation [11] P % 2500LZF=ðd 
where P is the column pressure (psi), L is the column length (cm), Z is the mobile phase viscosity (cP), F is the flow rate (mL/min), d p the particle diameter (mm), and d c the column ID (cm). If the maximum pressure of the pumping system is known, and the column dimensions and flow rate are described for a typical mobile phase with a known viscosity, the optimum particle size for these conditions can be estimated. For example, for a 5 cm Â 0.46 cm column and a typical mobile phase viscosity of 1.6 cP, at a flow rate of 1.0 mL/min with a maximum pressure of 400 bar (5880 psi, typical of instruments at the time of this calculation), the calculated optimum particle size for these conditions is 2.7 mm. The 2.7 particle diameter was selected for the first fused-core particles also so that 2 mm porosity frits could be conveniently used to capture the particles within the column. This frit porosity is widely used in columns of 5 mm particles, allowing consistent routine operation without problems of fouling and plugging with typical samples.
Why was the shell thickness of 0.5 mm selected for this Halo particle? This judgment was based on a compromise of physical properties. The thicker the porous shell, the higher the surface area for higher sample loading potential and greater solute retention. A thinner porous shell reduces sample loading qualities and retention characteristics, but could have higher efficiency, particularly at higher mobile phase velocities. The 0.5 mm porous shell on a 2.7 mm particle which results in a silica fused-core particle with a surface area of 135 m 2 /g has been found to be a good compromise for chromatographic utility. A thinner shell results in only a slight improvement in mass transfer characteristics and efficiency at higher flow rates for small molecules (favorable diffusion properties), but at the expense of reduced retention and sample loading.
To provide optimum performance, the high efficiency and sharp, low-volume peaks produced by the Halo fused-core particles do require instruments with good design [11] . However, most current well-designed HPLC instruments meet this qualification and expensive, ultra-high-pressure instruments are not required. Data collection is optimized by using low volume detector cells (e.g., 1.5 mL), small diameter (75-125 mm ID) connecting tubing between the column, injector and detector, and 80 Hz data sampling. The experimental handling of instrumental extra-column band broadening effects for maximum column efficiency has been thoroughly defined in published studies [12, 13] .
The properties of the Halo fused-core particle are exemplified by the chromatographic separation in Fig. 1 . This mixture of three steroids was well resolved in less than 30 s as a result of the particle efficiency at an elevated mobile phase velocity. This property is characteristic of fused-core particles, showing only moderate loss in efficiency when operated at mobile phase velocities well above the velocity of highest efficiency. The thin porous shell of the particles allows rapid mass transfer (kinetics) of solutes even when high mobile phase velocities are used. Fig. 2 compares high-efficiency separations of a mixture of seven anticoagulants with fused-core columns containing different stationary phases to obtain variations in separation selectivity. In this case, the mobile phase velocity was set for optimum efficiency of these columns.
Researchers looking to improve their separations for bioanalysis have benefitted from the advantages of fused-core particle columns. To increase throughput, fast LC/MS/MS methods were developed using fused-core particle columns for the analysis of rimonabant in mouse plasma [14] and for the quantification of sinafloxacin in rat plasma [15] . Badman et. al. have reported LC/ MS/MS methods of 1 min or less for discovery pharmacokinetic samples [16] . The enhanced robustness of fused-core particle columns has been utilized for several bioanalytical applications [17, 18] . Finally, higher sensitivity was observed when fused-core particle columns were used for the analysis of imipramine and desipramine in rat plasma [19] .
Halo Peptide
This fused-core particle was designed specifically for the highperformance separation of peptides and small proteins [5] . Solutes above about 2000 molecular weight show broader peaks with Halo fused-core C18 particles with 90Å pores apparently as a result of restricted diffusion. In this case, the pores are too small to allow adequate access of larger molecules; particles with larger pores are required. Studies showed that particles with 160Å pores allow full access of peptides and small proteins up to about 15 kDa without restricted diffusion, depending on solute configuration. Fig. 3 shows that some components in a small protein mixture demonstrate restricted diffusion for 90Å fusedcore particles, but no such problem is seen for a column of fusedcore particles with 160Å pores. Note that retention for components in Fig. 3 is lower for the particles with 90Å pores. This effect is in spite of the higher surface area (Table 1 ) and the higher carbon content of this C18 stationary phase compared to the sterically-protected (ES) C18 phase for the particles with 160Å pores. A potential complicating factor is that the C18 stationary phase for the 90Å particles is endcapped while the ES-C18 phase for the 160Å particles is not. Nevertheless, we speculate that the reduced retention in the separation of particles with 90Å pores is influenced by the restricted diffusion for these proteins. Additional studies are needed to elucidate this apparent anomaly.
Very rapid separations for simple mixtures of peptides can be obtained with the Halo Peptide columns, or alternatively, highresolution gradient separations can be performed with longer columns, as shown in Fig. 4 . In this example, three columns of 150 mm are operated in series, yielding 450 mm of column length. At the moderate flow rate for these 2.1 mm ID columns of 0.5 mL/min, and column temperature of 70 1C, the back-pressure observed was less than 800 bar over the course of the gradient separation of peptides, which is well within the range of typical UHPLC instruments. The excellent resolution of the complex protein digest mixture shown in Fig. 4 is possible due to the high peak capacities that result from both the high efficiency fused-core particles, as well as the extended column length that can be employed. This high efficiency is due to the high permeability of the columns, relative to those that are observed for sub-2-mm particle columns. Thus, for a representative 11 peptide mixture, ranging from the dipeptide Asp-Phe to the 26 amino acid long melittin peptide, we measured a peak capacity of 574 for the conditions shown in Fig. 4 . It should be noted that this high peak capacity is obtained in a reasonable separation time (c. 150 min), using instruments that are not specially modified to reduce band dispersion, and represents conditions using an MS-friendly mobile phase (formic acid/ammonium formate). Therefore, higher peak capacities can be obtained, but at the expense of significant elution run time. In all cases, peak capacities were calculated to include only the gradient range for acetonitrile compositions that encompasses the useful range for elution of peptides and tryptic fragments that are observed for digests of simple protein mixtures, (c. 5-55% acetonitrile, as used in Fig. 4 ). This range is also observed for much more complex proteomic samples. Including a gradient range of acetonitrile modifier that is outside this elution window artificially improves peak capacities. 9 Separation of large protein with wide-pore fused-core particles. Column: 100 mm Â 2.1 mm, 3.4 mm fused-core, ES-C8, 400Å; mobile phase: A ¼water/0.1% trifluoroacetic acid, B¼ acetonitrile/0.1% trifluoroacetic acid; gradient¼ 35-50% B in 7 min; flow rate: 0.45 mL/min; temperature: 80 1C; detection: 215 nm; and solute: myosin (440 kDa).
Halo 5
Studies interestingly showed that large particle size fused-core particles produce columns that have smaller reduced plate height h than smaller fused-core particles (h ¼H/d p , where H is the plate height, and d p is the particle size) [8] . Columns of 5 mm fused-core particles routinely demonstrate h values of about 1.2 for small molecules, without corrections for instrumental extra-column band broadening effects. Because of high efficiency, these 5 mm fused-core particles produce separations superior to those of 3 mm totally porous particles, but, also importantly, with lower back pressures, as shown in Fig. 5 . Therefore, columns of these 5 mm fused-core particles have the same operating characteristics as columns of traditional 5 mm totally porous particles (e.g., low pressure, resistance to plugging, high stability), but with much higher efficiency for faster, better component resolution.
Because of superior mass transfer characteristics, columns of the Halo 5 fused-core particles have demonstrated interesting performance when used in the ballistic chromatography mode [20] . Here, short, low-volume columns (e.g., 2.1 mm Â 20 mm) are used with gradients at very high mobile phase velocities to produce extremely fast separations (30-60 s) of simple mixtures typical for monitoring reactions, or to quickly analyze a large number of samples. An example of such a ballistic chromatography separation is shown in Fig. 6 for the separation of a mixture of anti-anxiety drugs in about 27 s. This very fast chromatographic approach also is useful for the fast analysis of the fractions sampled in initial 2-D chromatographic separations to provide rapid and efficient resolution of very complex component mixtures.
Halo Wide-pore
Fused-core particles with even wider pores have been synthesized for separating larger proteins and other larger biomacromolecules. To accommodate these large solutes without restricted diffusion, efficient particles with 400Å pores have been developed [7] . Columns containing these fused-core particles show superior characteristics over columns of comparable totally porous particles, as shown in the van Deemter plot in Fig. 7 . Here, data for a high-quality 3 mm totally porous particle and a 2.7 mm Halo fusedcore particle are compared for a protein using a van Deemter plot of plate height H (mm) versus linear mobile phase velocity to illustrate differences for the two particles. Although there is a slight difference in particle size, the wide-pore Halo fused-core particle clearly shows higher efficiency (smaller plate height) at the mobile phase velocity plate height minimum, and a much smaller increase in plate height as the mobile phase velocity is increased. The latter factor is a result of the superior mass transfer allowed by the thin porous shell, compared to the totally porous particle structure. Columns of the larger pore fused-core particles can be used for rapidly separating protein mixtures, as shown in Fig. 8 .
The wide pores of the Halo 400 particles allow the separation of very large proteins as illustrated in Fig. 9 . The starting myosin protein used for this separation dissociates in the trifluoroacetic acid mobile phase to form smaller sub-units of widely varying size. Tests have shown that proteins at least as large as 400 kDa can be efficiently separated with columns of these fused-core particles without any evidence of restricted diffusion [7] . Limited data suggest that C4 and C8 stationary phases on these particles may be preferred over a C18 stationary phase because of higher efficiency and reduced potential for loss in recovery of some proteins during separations. We speculate that this loss is due to aggregation of some highly hydrophobic segments on proteins as a result of reduced protein solubility as the concentration of organic mobile phase increases during the gradient. Under such conditions, longer chain alkyl groups of the C18 phase could trap or precipitate proteins. However, the resulting C18 coated particles can be regenerated by purging the column with the initial mobile phase of the gradient (higher aqueous concentration, less organic), and re-eluting the material with repetitive gradients.
Special Halo columns
Fused-core particles with 90Å pores have been modified with special stationary phases such as ligands for HILIC to provide separation opportunities for compounds that are difficult to separate by conventional reversed-phase chromatography [21] . For example, a Halo Penta-HILIC column with a highly polar poly-hydroxylic stationary phase is especially useful for separating basic, highly polar drugs by the HILIC technique, as shown in Fig. 10 . Separations on the Halo Penta-HILIC column are shown for a mixture of 15 drugs of abuse and metabolites. The high efficiency and excellent peak shape for these basic compounds on the Halo Penta-HILIC column are a result of the highly-deactivated particle surface by the poly-hydroxylic stationary phase. This modified fused-core particle is also useful for separating highly polar solutes such as sugars, peptides, and nucleic acid components, as shown for the HILIC separation of nucleosides and nucleotides in Fig. 11 .
Conclusions and future
The superficially porous design of particles in the fused-core family clearly has utility for rapidly and efficiently separating a wide range of compounds. Particles with specific diameters and pore sizes have been developed to optimize the separation of compound types, usually based on solute size. The practical utility of the fused-core particles has been demonstrated as a result of their high efficiency, ease of operation, modest operating pressure and column stability. References describing the characteristics and applications of Halo fused-core particles can be found at http://www.advanced-materials-tech.com. The future of fused-core particles appears to be quite bright as there are additional possibilities for different particle types, sizes and stationary phases that will even further expand the utility of this family of particles.
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